Background: Multimodal monitoring is the standard of care in neuroscience intensive care units (neuro-ICUs) and it has led to the creation of a data-rich environment. However, the data collected from each patient still varies from hospital to hospital and is rarely collected in a standardized format; a "plug-and-play" interoperable approach is not yet available for medical devices in neuro-ICUs and this has hindered the creation and adoption of valuable informatics tools such as clinical decision support.
